[The determination of asbestos fiber concentration by scanning electron microscopy: a comparison of the results obtained by different laboratories].
Recently the use of scanning electron microscopy to evaluate asbestos fibre concentration in the environment has been prescribed by national law. So far data on the correlatability of results provided by different laboratories are not available. In the present study 55% of results obtained by the participants was in the range of +/- 30% of the mean and 90% in the range of +/- 50%. One of the main factors causing variability of results turned out to be related to the behaviour of technicians.